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Abstract 

Background: In recent years magnesium alloys have been intensively investigated as 
potential resorbable materials with appropriate mechanical and corrosion properties. 
Particularly in orthopedic research magnesium is interesting because of its 
mechanical properties close to those of natural bone, the prevention of both stress 
shielding and removal of the implant after surgery. 

Methods: ZEK100 plates were examined in this in vitro study with Hank's Balanced 
Salt Solution under physiological conditions with a constant laminar flow rate. After 
14, 28 and 42 days of immersion the ZEK100 plates were mechanically tested via 
four point bending test. The surfaces of the immersed specimens were characterized 
by SEM, EDX and XRD. 

Results: The four point bending test displayed an increased bending strength after 
6 weeks immersion compared to the 2 week group and 4 week group. The 
characterization of the surface revealed the presence of high amounts of 0, P and 
Ca on the surface and small Mg content. This indicates the precipitation of calcium 
phosphates with low solubility on the surface of the ZEK100 plates. 

Conclusions: The results of the present in vitro study indicate that ZEK100 is a 
potential candidate for degradable orthopedic implants. Further investigations are 
needed to examine the degradation behavior. 

Keywords: Magnesium alloy, Corrosion, Plates, in vitro study 



Background 

The first published application of a plate for fracture fixation was 1886 by Carl Hans- 
mann [1]. It was not until the beginning of the 20 th century when plates as osteosynth- 
esis systems was spread due to the works of William Arbuthnot Lane and Albin 
Lambotte. In 1907 Lane, a British surgeon, introduced perforated steel plates for use in 
internal fixation [2]. Lambotte was one of the first to apply pure magnesium plates in 
a clinical case to stabilize a fracture in a young man. After implantation he observed 
extensive subcutaneous gas cavities and local swelling caused by rapid degradation [3]. 

In recent years, new innovative magnesium alloys are being intensively investigated as 
potential resorbable materials with appropriate mechanical and corrosion properties. 
Particularly in orthopedic research magnesium is interesting because of its mechanical 
properties close to those of natural bone, the prevention of both stress shielding and 
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removal of the implant after surgery [4] . Orthopedic implants need to provide an initial 
fixation and a predictable, gradually degradation adapted to the bone healing process. 

ZEK100 is a magnesium alloy which contains 1 wt% zinc, 0.1 wt% zirconium and 0.1 wt 
% rare earth metals [5]. Magnesium and its degradation products are non-toxic and it is 
an essential co-factor for many enzymes; especially for DNA replication and repair pro- 
cesses [6,7]. Furthermore, magnesium acts as a stabilizer of DNA and chromatin structure. 
The recommended daily dietary is approximately 300 mg for adults [6] . Zinc as an alloying 
ingredient contributes to strength due to solid solution strengthening [7]. In addition, zinc 
is one of the essential micro-nutrients in the human body with an estimated daily require- 
ment of 15 mg. It is essential to structure and function of over 300 enzymatic reactions 
[8]. The zinc finger motif, which is determined by a single zinc ion in the base, is most fre- 
quently occurring in transcription factors [8]. Zirconium is usually used as a grain refine- 
ment agent in magnesium alloys without aluminum and thereby contributes to 
strengthening [7]. In an in vitro study with binary magnesium alloys an addition of Zn or 
Zr showed good cytocompatibility, improved strength and a reduced corrosion rate [9]. 
The rare earth metals comprise seventeen elements which can be classified into two 
groups: elements with high and limited solubility in magnesium [10]. Rare earth (RE) 
metals improve strength by solid solution strengthening and precipitation strengthening 
[7]. The in vitro test with Mg-Y indicate no significant cytotoxicity to osteoblasts; further- 
more good cytocompatibility was observed with Mg-Zn-Y alloys [9,11]. Several RE con- 
taining alloys such as WE43 or LAE443 have been investigated in former studies and 
reported good biocompatibility in vivo [12-16]. 

The disadvantage of magnesium alloys is the production of hydrogen gas which accu- 
mulates in tissue cavities. The amount of gas production is dependent on the corrosion 
rate. The accumulation of gas of ZEK100 implants was found in the medullary cavity via 
(i-computed tomography ((iCT) examinations, though it did not became clinically visible 
[17]. 

In the present study, ZEK100 plates were examined in an in vitro model with Hank's 
Balanced Salt Solution under physiological conditions. A constant laminar flow of the cor- 
rosion medium was adjusted. The mechanical properties of the plates after corrosion were 
determined via four-point bending test. The surfaces of the immersed specimens were 
characterized by SEM, EDX and XRD. 

Methods 

Material 

In this study plates for bone fixation of a biodegradable magnesium alloy were exam- 
ined. The magnesium alloy ZEK100 contains 1 wt% zinc, 0.1 wt% zirconium and 0.1 
wt% rare earth metals [5]. The analyzed chemical composition of the alloy by ICP-OES 
is given in Table 1. The ZEKlOO-specimens were cut into plates with dimensions of 
50 mm x 8 mm x 1 mm by milling processes. In every plate five screw holes were 



Table 1 Nominal and analyzed composition of the ZEK100 alloy 



Element 


Mg 


Zn 


Zr 


Y 


Rare Earth Elements 
Nd Ce 


La 


Analyzed composition 
Nominal composition 


98.53 
98.8 


0.961 

1 


0.211 
0.1 


0.146 


0.02 0.092 
0.1 


0.042 
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drilled and counterbored. These screw holes have an inner diameter of 3 mm on the 
bone-side and a counterbore diameter of 5 mm (Figure 1). 

Microstructural characterization 

The corroded plates were analyzed by a scanning electron microscope (SEM) EVO 60 
VP by Zeiss. Theses analyses also included an energy dispersive X-ray analysis (EDX) 
to detect the distribution of elements on the surface of the corroded specimens and on 
the cross-section area of the plates. Therefore the plates were cut in the section of the 
middle bore. To achieve an electro conductive surface for the SEM analysis the speci- 
mens were also sputtered with gold. 

X-ray diffraction (XRD) investigations were performed with a STOE Theta-Theta dif- 
fractometer in reflection geometry (wavelength A = 1.54059 A). The 29 range from 2 to 
65° was scanned with a step size of 0.01° (3.0 s per step) using monochromatized Cu 
Kal radiation. 

Immersion test in a system with a constant flow rate 

The immersion test was carried out in Hanks' Balanced Salt Solution (HBSS) to simu- 
late normal ion concentration under physiological tissue conditions. The chemical 
composition of HBSS is given in Table 2. The HBSS were produced as dry substance 
with phenol red by Biochrom AG, Berlin. The temperature in the test system was mea- 
sured by a thermometer (Fisher Scientific, Schwerte, Germany) during corrosion every 
day and regulated to 37.4°C +/- 0.5°C. Also the pH was controlled every day during 




Figure 1 Picture of a non-corroded plate. The plate consists of ZEK100 and has a dimension of 50 mm 
x 8 mm x 1 mm. In every plate five screw holes were drilled and counterbored with an inner diameter of 
3 mm on the bone-side and a counterbore diameter of 5 mm. 
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Table 2 Chemical composition of Hanks' Balanced Salt Solution 



Reagents 


Concentration (mg/l) 


NaCI 


8000 


KCI 


400 


Na 2 HP0 4 


48 


KH 2 P0 4 


60 


MgSO 4 7H 2 0 


200 


CaCI 2 


140 


Glucose 


1000 


Phenol red 


10 


NaHC0 3 


350 



corrosion and remained at 7.4. Flow rate was regulated to 2.5 to 3.5 ml/min. After pas- 
sing the ZEK100 alloys the solution was discarded (Figure 2). 

In this study twelve ZEK100 plate demonstrators, divided into 3 groups with 4 
demonstrators, were corroded and tested. The demonstrators were fixed into a test 
frame which allows a laminar flow of the HBSS. The first group was corroded over 14 
days, the second group over 28 d and the third group over 42 days. 

Mechanical testing 

In order to specify the mechanical properties of the specimens, they were tested 
according to ISO 9585:1990. The four point bending test setup (Figure 3) was designed 
for tests with an uniaxial material-testing machine (Mini Bionix 858, MTS Systems in 
Mineapolis, USA). The test system consisted of four rollers with a diameter of 8 mm. 
The distance between the lower and outer rollers was 32 mm. 10 mm distance was 




Figure 2 Picture of the in vitro corrosion testing setup. 1: Glass basin with Hank's Balanced Salt 
Solution. 2: The corrosion medium was warmed in a water bath to 37.4 +/- 0.5°C. 3: HBSS passes the test 
system with the specimens with a laminar flow rate of 2.5 to 3.5 ml/min Temperature is checked with a 
thermometer. The system is protected against heat loss with styrofoam. 4: The flow rate was maintained 
with a pump. The solution was then discarded in a container. 
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Figure 3 Picture of the mechanical four-point bending test setup. The test system consisted of four 

rollers with a diameter of 8 mm. The distance between the lower and outer rollers was 32 mm. 10 mm 

distance was between the upper and inner rollers. The plates were positioned on the lower rollers 

according to the protocol of ISO 9585:1990. 
k J 

between the upper and inner rollers. The plates were positioned on the lower rollers 
according to the protocol of ISO 9585:1990. The distance between the outer and inner 
rollers was 11 mm and contains a screw hole of the demonstrators. The test rig was 
produced by the Research Work Shop of the Medical School, Hannover, Germany. 

Results 

Microstructure and surface composition after immersion 

The surface morphology of ZEK100 plates after exposure in Hank's Balanced Salt Solu- 
tion are shown in the SEM images of Figures 4 and 5. On the corrosion surface cracks 
were found after all immersion intervals which might be caused by drying. At higher 
magnifications, some needle-shaped clusters appeared on the surface of the 2 weeks 
group and the 6 weeks group (Figure 4b, g). A more detailed picture of that structure 
is given in Figure 4h. In the SEM picture after 4 weeks immersion a peeling of corro- 
sion surface can be observed in high magnification view. Small, agglomerated particles 
seemed to be formed on the surface (Figure 4e). The pictures of the cross-sections 
reveal local pits on the surface (Figure 5). More distinct and deep pits were found after 
4 and 6 weeks immersion (Figure 5b, c). 

EDX analyses were conducted on a small surface area after every corrosion interval 
to determine the elemental composition (Figure 6). The results revealed the presence 
of high amounts of the elements O, P and Ca and small amounts of C, Na, Mg, CI and 
K (Table 3). 
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X-ray diffraction (XRD) was applied to identify some of the corrosion products on 
the surface. Figure 7 presents the XRD patterns of the ZEK100 plates after all three 
different immersion intervals. In all spectra large magnesium and Mg(OH) 2 peaks are 
clearly visible. 
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Figure 5 SEM pictures of the cross-section area, a) 2 weeks, b) 4 weeks c) 6 weeks. The corrosion pits 
are marked by black arrows. 



Mechanical characterization of the specimens after immersion 

The bending strength was calculated from obtained load-deflection curves. The results 
are presented in Figure 8. The results of the bending test displayed a decrease of bend- 
ing strength from immersion week 2 to immersion week 4. The tested plates after 6 
weeks corrosion showed an increased bending strength. 

Discussion 

Fracture healing is a complex pathway with determine steps and the healing quality 
and speed depends on the size of the fracture gap and the achieved stability. Therefore 
an adjusted stability is essential for fracture healing. The discrepancy of the Young's 
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Figure 7 X-ray diffraction (XRD) patterns of ZEK100 plates The XRD analysis of the plates after 
different immersion times in Hank's Balanced Salt Solution. 



modulus of the conventional implants (stainless steel or titan) in regard to bone pro- 
motes the occurrence of stress shielding with negative effects to the bone healing. 
Degradable implants from magnesium alloys are desirable because of the mentioned 
promising characteristics of magnesium. Standard tests with those implants according 
to ASTM protocols are rare. 

In the present study, ZEK100 plates were examined in an in vitro model with Hank's 
Balanced Salt Solution under physiological conditions. The corrosion medium used in 




number of weeks 

Figure 8 Bending strength of ZEK100 plates. The bending strength of the plates after different time 
intervals of exposure to Hank's Balanced Salt Solution. 
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this study is in its ionic content similar to blood plasma with a high chloride concen- 
tration. The degradation of magnesium and its alloys are described according to the 
following reactions [18]: 

Anodic reaction: Mg -» Mg 2+ + 2e" 

Cathodic reaction: 2 H 2 0 + 2e" H 2 | + 2 OH" 

Mg 2+ + 2 OH " — ► Mg(OH) 2 (s) 

It is reported that the protective Mg(OH) 2 -film is formed rapidly after 2 h immersion 
[19]. The Mg(OH) 2 -layer on the surface is dissolved by CI" into soluble MgCl 2 : 

Mg(OH) 2 -> MgCl 2 + 2 OH" 

An illustration of the reactions on the surface of the magnesium alloy is given in 
Figure 9. This diagram is in accordance with previous illustrations in Ref. [20,21] and 
is intended to demonstrate the corrosion processes on the surface. This dissolution 
reaction elevates the local hydroxide concentration near the surface. It is reported that 
in stagnant corrosion systems the degradation of magnesium and its alloys lead to an 
alkalization of the corrosive medium [22]. As a result of alkalization, a greater tendency 
for film formation is reported when the local pH value rise above 10.5 [23]. However, 
this effect might be minor in this study due to the NaHC0 3 buffer in the corrosion 
medium and the flow rate applied in this system. Nevertheless, it is reported that this 
buffering agent accelerates the dissolution of magnesium because of the consumption 
of the generated OH" [24]. 

The corrosion in our model is most likely more influenced by the velocity. The 
accelerating corrosive effect of the flow rate obtains to (i) shear forces, (ii) the destruc- 
tion or prevention of a protective surface layer and (iii) the prevention of micro-alkali- 
zation on the surface [7,23]. It is noticeable that a corrosion layer could be identified 
considering the flow rate adjusted in this immersion model. Wang et al. compared the 
degradation rate of a dynamic system with a flow rate to static conditions with Hank's 
Balanced Salt Solution by weight loss method [25]. An accelerated degradation rate 
was reported in this study under dynamic conditions; though the applied flow rate 
remains unclear [25]. 

The EDX analysis of our plates revealed a high amount of the elements Ca, P and O 
which indicates the precipitation of calcium phosphates with low solubility which was 
reported in previous studies [15,18,26]. The corrosion medium Hank's Balanced Salt 
Solution contains a certain amount of Ca 2+ and P0 4 3 " (Table 1). The most stable cal- 
cium phosphate is hydroxyapatite which forms according to the following reaction: 

10 Ca 2+ + 6 PO^" + 2 OH" -> Cai 0 (PO 4 ) 6 (OH) 2 [27] . 

Additional types of calcium phosphates are in order of increasing solubility: Ca 2 (P0 4 ) 
3 .nH20 (TCP), Ca 8 H 2 (P0 4 ) 6 .5H20 (OCP) and Ca(HP0 4 )-5H 2 0 (DCPD) [27]. Hydro- 
xyapatite is an essential component of the human bone and therefore the biocompat- 
ibility of this precipitation layer can be assumed. In addition, it has been shown that 
hydroxyapatite coated carboxymethyl chitosan (CMCS) enhances the proliferation and 
differentiation of osteoblasts and stem cells [28]. In a different study Ca 3 Mg 3 (P0 4 ) 4 
was detected on the surface via XRD analysis of a Mg-Mn-Zn alloy immersed in 
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Figure 9 Schematic diagram of the reactions on the surface of the magnesium alloy, a) The galvanic 
reaction between magnesium and H 2 0, b) the formation of the magnesium hydroxide film on the surface, 
c) the transformation of Mg(OH) 2 into soluble MgCI 2 , d) the formation of hydroxyapatit on the surface due 
to consumption of Ca 2+ and P0 4 3 f 



Hank's solution [18]. The occurrence of this specific precipitation layer in our study is 
not supported by the low Mg content in our EDX analysis. The precipitation layers 
protect the magnesium alloy against aggressive ions in the corrosive medium and 
therefore reduce the corrosion rate [18]. In corrosive media containing HC0 3 ", which 
is the case in HBSS and blood plasma, the surface layer might consist of amorphous 
carbonated calcium phosphate with a schematic formula as follows: (Mg, Ca) x (P0 4 ) y 
(C0 3 ) z (OH)i [29]. 

An advanced deposition of calcium and phosphate on the surface was determined by 
EDX analysis in all specimens. These results are comparable with Huan et al, who 
investigated an Mg-Zn-Zr alloy which is comparable to ZEK100 [30]. In this men- 
tioned study the atomic content of Mg decreased slightly from 7 days immersion to 24 
days while the atomic content of P and Ca increased [30] . The growth of the corrosion 
precipitation layer could not be detected in this study by EDX analysis after the differ- 
ent immersion time intervals. This let us assume that after 2 weeks the composition 
on the surface is stable which might be explained by an equilibrium between precipita- 
tion and erosion. 

The effect of corrosion on the bending strength of plates with medical geometry has 
not been studied previously. In the present work a decreased bending strength of the 
plates was determined after 4 weeks in Hank's Balanced Salt Solution in comparison to 
the 2 week and 6 week group. It can be concluded that the change of the bending 
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strength after 4 week and 6 week immersion might be caused by the embrittlement of 
the magnesium alloy. As described hydrogen gas evolve as bubbles from the magne- 
sium surface in consequence of dissolution. It is also reported that some hydrogen 
atoms enter the metal lattice [31,32]. This storage of hydrogen atoms results in hydro- 
gen embrittlement of the magnesium alloy which degree is dependent on the immer- 
sion time [31]. It is reported that the cohesive strength of a magnesium alloy (AZ31) is 
reduced by hydrogen embrittlement [31]. 

In a previous in vivo study the bending stiffness of ZEKlOO-implants was determined 
via 3 point bending test. The maximum force (F max ) at the point of breakage of the 
explanted implants was decreased by 35% after 3 months and 60% after 6 months. 
These in vivo results differ from the results determined in this study. The geometry of 
the implant affects the determination of the mechanical properties of the specimen. In 
the in vivo study by Huhnerschulte et al. pins were used as implant geometry [17]. 
Further in vivo evaluations with the dimensions examined in this study would be help- 
ful to improve the comparability between the in vivo and in vitro corrosion behavior. 
Different biomechanical results may be caused by different corrosion rates in vitro and 
in vivo [33,34], It is reported that the in vitro corrosion rate is faster than in compar- 
able in vivo studies [33]. Muller et al. reported that the corrosion rate was in vitro 1.7 
times greater than in vivo for LAE442 [33]. Faster corrosion rates should be accompa- 
nied with an earlier loss of mechanical strength. A rapid decrease of the bending 
strength was determined from week 2 to week 4 in this in vitro study. 

In contrast to this, in vivo \iCT scans first demonstrate a decrease of the implant 
volume until week 4, thereupon an increased volume was determined up to week 8. 
After week 8 a continuously reduction of the volume was observed [17]. This increase 
of implant volume could be explained by the corrosion products on the surface which 
is not differentiated by the contour [17]. We assume that this increase of the volume 
caused by precipitation in the first weeks of corrosion affects the bending strength of 
the implants at that time. In our study the precipitation of calcium phosphates on the 
surface was observed via EDX analysis. This might explain the higher bending strength 
in week 6. 

Primary bone healing is induced by a stiff construct and secondary bone healing by 
limited passive or active dynamization. However the role of mechanical stability in the 
fracture healing process is not totally cleared yet. Therefore it is not desirable to pro- 
duce a total rigid complex. A mechanical stimulus is essential for bone growth and 
consolidation. It is still controversial which tactic would best improve the duration and 
strength of the healing fracture. But it is clear that stress shielding occurs as a result of 
the different Youngs moduls. The mention benefit of magnesium based implants is the 
low Youngs modul, this could avoid stress shielding. 

There is a discrepancy between the maximum strength and the optimum strength. 
Magnesium plates are able to offer a time depending stability. However, it is important 
to define the demanded stability of a specific fracture. The needed stability of fracture 
depends on the bone quality, fracture geometry, localization of the fractured bone and 
the demand in rehabilitation. Therefore, the first demand should be define. According 
to the required implant characteristics the test standards should also be adjusted. 
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Conclusion 

In the present work the degradation of ZEKlOO-plates was investigated. The bending 
strength increased after 6 weeks immersion compared to the 2 week group and 4 week 
group. The characterization of the surface revealed the presence of high amounts of O, 
P and Ca on the surface and small Mg content. This indicates the precipitation of cal- 
cium phosphates with low solubility on the surface of the ZEK100 plates. The present 
in vitro study indicates that ZEK100 is a potential candidate for degradable orthopedic 
implants. Further investigations are needed to examine the degradation behavior. 
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